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NATIONAL FOREWORD 

This Indian Standard ( Part 8 ) ( First Revision ) which is identical with ISO 7834 : 1987 'Iron 
ores — Determination of arsenic content — Molybdenum blue spectrophotometric method', issued 
by the International Organization for Standardization ( ISO ), was adopted by xhe Bureau of 
Indian Standards on the recommendations of the Methods of Chemical Analysis of Ores, Minerals 
and Allied Materials for Metallurgical Industry Sectional Committee ( MTD 29 ) and approval of 
the Metallurgical Engineering Division Council. 

IS 1493 was first published in 1959 and subsequently revised as IS 1493 (Parti): 1981 
'Methods of chemical analysis of iron ores: Part 1 Determination of common constituent' 
which covered the chemical analysis of iron ores for determination of moisture, silica, iron, 
phosphorus ( > 0'5 percent), aluminium and sulphur by conventional methods, namely, 
gravimetric and volumetric methods. The chemical analysis for determination of remaining 
constituents by conventional method would be covered in Part 2 of this standard, which is 
under preparation. 

Since atomic absorption spectrometry ( AAS ) for iron ore has greatly facilitated the determin- 
ation of many of the constituents, a need was felt to formulate standard in this field, which 
have resulted in the publication of the following parts of this standard: 

IS 1493 Methods of chemical analysis of iron ores: 

Part 3 Determination of titanium, chromium, vanadium, calcium and magnesium by 

atomic absorption spectrometry 

Part 4 Determination of aluminium by atomic absorption spectrometry 

Part 5 Determination of copper by atomic absorption spectrometry 

Part 6 Determination of sodium and/or potassium contents by flame atomic absorption 

spectrometry 

Part 7 Determination of lead and/or zinc content by atomic absorption spectrometric 

method 

This Part 8 covers the determination of arsenic content by molybdenum blue spectrophoto- 
metric method. 

In the adopted standard certain conventions are not identical with those used in Indian standards. 
Attention is drawn specially to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma ( , ) has been used as a decimal marker while in Indian Standards the current 
practice is to use a point ( . ) as the decimal marker. 

CROSS REFERENCES 

In this adopted standard, reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards which are to be substituted in their 
place are also listed below along with their degree of equivalence for the editions indicated: 



International Standard 

ISO 648 Laboratory glassware — 
One mark pipettes 

ISO 1 042 Laboratory glassware — 
One mark volumetric flask 

ISO 3081 Iron ores — Increment 
sampling — Manual method 

ISO 3082 Iron ores — Increment 
sampling and sample prepara- 
tion — Mechanical method 

ISO 3083 Iron ores — Prepara- 
tion of samples — Manual 
method 

ISO 7764 Iron ores — Preparation 
of predried test samples for 
chemical analysis 



Indian Standard 

IS 1117 : 1975 One mark 
pipette ( first revision ) 

IS 915 : 1975 One mark 
volumetric flask ( first 
revision ) 



Degree of 
Equivalence 

Technically equivalent 
Technically equivalent 



IS 1405 : 1982 Methods 
of sampling of iron ores 
( second revision ) 



Technically equivalent 
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METHODS OF CHEMICAL ANALYSIS OF IRON ORES 

PART 8 OETERMINATiON OF ARSENIC CONTENT — MOLYBDENUM BLUE 
SPECTROPHOTOMETRIC METHOD 

( First Revision ) 



WARNING — Attention is drawn to the toxic nature of arsenic and its solutions and of other reagents used in this method 
and to the need to take particular care in the handling and disposal of solutions. 



1 Scope and field of application 

This International Standard specifies a molybdenum blue spec- 
trophotometric method for the determination of the arsenic 
content of iron ores. 

This method is applicable to a concentration range of 0,000 1 to 
0,1 % {mim) {1 to 1 000 pg/g) of arsenic in natural iron ores, 
and iron ore concentrates and agglomerates including sinter 
pf-oducts. 



2 References 

ISO 648, Laboratory giassware — One- marl< pipettes. 

ISO 1042, Laboratory glassware — One-mark volumetric 
flasks. 

ISO 3081, Iron ores — Increment sampling — Manual method. 

ISO 3082, Iron ores — Increment sampling and sample prepar- 
ation — Mechanical method. 

ISO 3083, Iron ores — Preparation of samples — Manual 
method. 

ISO 7764, iron ores — Preparation of predried test samples for 
chemical analysis. 

3 Principle 

Decomposition of a test portion by sintering with sodium 
peroxide and leaching with water and hydrochloric acid. 

Transfer of the solution to a distillation flask, evaporation of 
part of the solution, treatment with potassium bromide and 
hydrazine sulfate, followed by adjustment of the acidity. 
Distillation of arsenic trichloride and collection of the distillate 
in nitric acid. 

Evaporation to dryness and baking at controlled temperature, 
followed by treatment with ammonium molybdate- hydrazine 
reagent to form an arseno-molybdenum blue complex. 

Spectrophotometric measurement of the absorbance at ap- 
proximately 840 nm. 



4 Reagents 

During the analysis, use only reagents of recognized analytical 
grade, and only deionized water or water of equivalent purity. 

NOTE — In order to obtain reliable values at the lowest levels of 
arsenic content in test samples ( < 20 MQ^'g). reagents should be 
selected or purified so that the value for the absorbance of the blank 
test measured in a cell of 20 mm optical path length is not greater than 
0,025, equivalent to 1 |ig of arsenic. In particular, nitric acid may need 
to be redistilled, or the apparatus cleaning procedures (5.2) may need 
to be applied more rigorously. 



4.1 Sodium peroxide {Na202), fine powder. 

4.2 Potassium bromide (KBr). 

4.3 Hydrazine sulfate (N2H4H2SO4). 

4.4 Hydrochloric acid (^ 1,16 to 1,19 g/ml). 

4.5 Nitric acid ig 1,4 g/ml), diluted 1 + 1. 

4.6 Sulfuric acid ig 1,84 g/ml), free from phosphorus. 

4.7 Ammonium molybdate [(NH4)6Mo7024-4H20], solu- 
tion, 10 g/l. 

To 400 ml of water in a 1 litre beaker, add carefully, with stir- 
ring, 133 ml of sulfuric acid (4.6). Cool, add 10 ± 0,1 g of am- 
monium molybdate and dissolve with stirring. Transfer to a 
1 litre volumetric flask or stoppered measuring cylinder, dilute 
to the mark with water and mix. 

4.8 Hydrazine sulfate (N2H4.H2S04) solution, 0,15 g/l. 

4.9 Molybdate-hydrazine reagent. 

To 70 miof waterina 100 ml volumetric flask, add 10 ± 0,1 ml 
of ammonium molybdate solution (4.7) and 10 ml of hydrazine 
sulfate solution (4.8). Dilute to the mark with water and mix. 
Prepare freshly for each series of tests. 
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4.10 Arsenic, standard solution A, 200 |ag/ml. 

Dry several hundred milligrams of arsenic trioxide (AS2O3) at 
105 °C for 1 h. Dissolve 0J32 g of the dried product in 2 ml of 
40 g/l sodium hydroxide solution, add 30 ml of water, 
neytralize with sulfuric acid (4.6) diluted 1+9, using methyl 
orange indicator, and add 4 g of sodium hydrogen carbonate. 
Dilute in a volumetric flask to 500 ml with water and mix. 

1 ml of standard arsenic solution A contains 200 \xg of arsenic. 



6 Sampling and samples 

6.1 Laboratory sample 

For analysis, use a laboratory sample of minus 100 \irr\ particle 
size which has been taken in accordance with ISO 3081 or 
ISO 3082 and prepared in accordance with ISO 3082 or 
ISO 3083. In the case of ores with significant contents of com- 
bined water or oxidizable compounds, use a particle size of 
minus 160 |am 



4.11 Arsenic, standard solution B, 5 [ig/ml. 

Transfer by pipette 25 ml of standard arsenic solution A (4.10) 
to a 1 litre volumetric flask, dilute to the mark with water and 
mix. 

1 ml of standard arsenic solution B contains 5 pg of arsenic. 



5 Apparatus 

NOTE — Unless otherwise indicated, any pipettes and volumetric 
flasks shall be one-mark pipettes and volumetric flasks comptying with 
the specifications of ISO 648 and ISO 1042. 



Ordinary laboratory apparatus and 



5.1 Zirconium or vitreous 

mately 30 ml capacity. 



carbon crucibles, approxi- 



5.2 Distillation apparatus, comprising a 250 ml distillation 
flask fitted with a side neck and delivery funnel, twin-head 
adapter, a splash head and water-cooled condenser (figure 1). 
Mark the flask at the 45 ml and 50'ml capacity points. 

Apparatus fitted with hemispherical ground joints may also be 
used. 



NOTE — A guideline on significant contents of combined water and 
oxidizable compounds is incorporated in ISO 7764. 

6.2 Preparation of predried test samples 

Thoroughly mix the laboratory sample and, taking multiple in- 
crements, extract a test sample in such a manner that it is 
representative of the whole contents of the container. Dry the 
test sample at 105 ± 2 °C as specified in ISO 7764. (This is the 
predried test sample.) 



7 Procedure 



7.1 Nunriber of determinations 

Carry out the analysis at least in duplicate in accordance with 
annex A, independently, on one predried test sample. 

NOTE — The expression "independently" means that the second and 
any subsequent result is not affected by the previous result(s). For this 
particular analytical method this condition implies that the repetition of 
the procedure shall be carried out either by the same operator at a dif- 
ferent time or by a different operator including, in either case, ap- 
propriate recalibration. 



7.2 Blank test and check test 



NOTES 

1 Prior to first use, the distillation apparatus and distillate collection 
beaker should be cleaned with chromic acid cleaning mixture (or 
equivalent) and rinsed well, to ensure that all internal surfaces are film- 
wettable. This condition should be maintained as necessary. The 
ground glass joints should be cleaned free from organic lubricants and 
then lubricated with the minimum quantity of sulfuric acid (4.6). Alter- 
natively, PTFE sleeves may be used. 

2 Apparatus used after the distillation stage (the collection beaker 
and, where applicable, the pipette and 100 ml volumetric flask) should 
be given the following special cleaning treatment : 

Prior to first use» apply a chromic acid or equivalent treatment followed 
by rinsing with water then treatment with nitric acid {g 1,4 g/ml) 
diluted 1 -f 10, allowing the solution to stand in the vessel for several 
hours. Such vessels should be reserved only for arsenic determinations 
and labelled accordingly. In routine use, the standing time in diluted 
nitric acid can be reduced to 30 min. Detergents, which may contribute 
phosphate interference, should never be used in this procedure. 

3 The heater should be capable of achieving a distillation rate of at 
least 2 ml/min. If difficulty is experienced, use a suitable insulating 
tape to insulate the splash head (SH in figure 1). 



5.3 Spectrophotometer, capable of measurement of ab- 
sorbance at wavelengths up to 840 nm. 



In each run, one blank test and one analysis of a certified 
reference material of the same type of ore shall be carried out in 
parallel with the analysis of the ore sample{s) under the same 
conditions. A predried test sample of the certified reference 
material shall be prepared as specified in 6.2. 

NOTE — The certified reference material should be of the same type as 
the sample to be analysed and the properties of the two materials 
should be sufficiently similar to ensure that in either case no significant 
changes in the analytical procedure become necessary. 

When the analysis is carried out on several samples at the same 
time, the blank value may be represented by one test, provided 
that the procedure is the same and the reagents used are from 
the same reagent bottles. 

When analysis is carried out on several samples of the same 
type of ore at the same time, the analytical value of one cer- 
tified reference material may be used. 

7.3 Test portion 

Taking several increments, weigh, to the nearest 0,001 g, ap- 
proximately 1 g of the predried test sample obtained in accord- 
ance with 6.2. 
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NOTE — The test portion should be taken and weighed quickly in 
order to avoid reabsorption of nnoisture. 

7.4 Determination 

7.4.1 Decomposition of the test portion 

Weigh into a zirconium or vitreous carbon crucible (5.1) 3 g of 
sodiunn peroxide (4.1). Immediately add the weighed test por- 
tion (7.3), mix with a thin metal spatula or glass rod and place in 
a muffle furnace at 420 ± 10 °C for 1 h. 

Cool completely to room temperature (the crucible may be 
placed on a metal block if desired), cover with a watch glass 
and, momentarily lifting the cover, add 0,5 ml of water around 
the outside of the sinter. Allow the reaction to subside (several 
minutes) then add a further 1 ml of water in the same way. 
After several minutes add 15 ml of water and when the reaction 
has again subsided, heat to complete the disintegration. Fit the 
twin-head adapter, and the transfer adapter (TA in figure 1) to 
the distillation flask on the distillation stand and transfer the 
crucible contents to the flask. Add 15 ml of water and 10 ml of 
hydrochloric acid (4.4) to the crucible, boil to dissolve any 
residual material and transfer to the flask, rinsing with 20 to 
25 ml of water. Boil gently to remove chlorine and evaporate to 
a volume of 45 to, 50 ml. Allow the solution to cool to about 
50 °C. 

7.4.2 Distillation of arsenic trichloride 

Complete the assembly of the apparatus (figure 1) and add 
55 ml of hydrochloric acid (4.4) to the delivery funnel. Fit the 
receiver adapter, immersing the tip in 10 ml of nitric acid (4.5) in 
a 250 ml tall-form beaker marked at the 75 ml point. Using a dry 
transfer adapter (TA in figure 1), add 2 g of potassium bromide 
(4.2) and 1 g of hydrazine sulfate (4.3). Substitute a ther- 
mometer fitting for the transfer adapter and add the 
hydrochloric acid (4.4) to the flask. 

Distil (at a rate of about 2 ml / min) , maintaining the 
temperature of the vapour in the head at about 108 °C, to ob- 
tain a total volume in the receiver of 75 ml. 

NOTE — An antibumping agent may be used if necessary. 

Depending on the expected arsenic content, either use the en- 
tire distillate or measure aliquots of this solution in accordance 
with table 1 . With test samples of arsenic content of less than 
60 pg/g, use the entire distillate. With arsenic contents above 
60 iig/g, transfer the distillate to a 100 ml volumetric flask, 
dilute to the mark with water and mix. 

Table 1 — Aliquot portions of distillate 



Range of arsenic content 


Aliquot portion from 100 ml 

ml 


1 to 60 

50 to 200 

150 to 500 

300 to 1 000 


No aliquot; entire distillate 
25 
10 
5 



7.4.3 Spectrophotometric measurement 

Evaporate the distillate, or aliquot portion, to dryness at a 
temperature not greater than 130 °C. 

NOTE ~ A hotplate or a water bath may be used for the evaporation 
provided that the surface temperature of the hotplate, as determined 
by a contact thermometer (or a conventional thermometer immersed in 
a small volume of sulfuric acid), has been shown to be not higher than 
130 °C at any point. 

Place the beaker containing the dry residue in an oven at 
130 ± 5 °C, for 30 min. 

NOTE — Alternatively, a hotplate as specified in the above note may 
be used provided that a minimum temperature of 125 ^C is obtained 

Cool, add 20 ml of freshly prepared molybdate-hydrazine 
reagent (4.9) and place on a hotplate set to produce 95 ± 5 °C 
in the solution, for 25 to 30 min. 

NOTE — A water bath may be used but it is not strictly necessary. A 
hotplate which has been set to produce, in a test beaker containing 
water, a temperature of 95 ± 5 °C at various positions on the plate, 
has been found satisfactory. 

Cool to room temperature and transfer to a 25 ml volumetric 
flask using molybdate-hydrazine reagent (4.9) to rinse the 
beaker and to complete the dilution to the mark. Measure in a 
10 mm cell the absorbance at the peak absorbance wavelength 
at about 840 nm against a zero reference of molybdate- 
hydrazine reagent (4.9). Correct the absorbance value with the 
absorbance of the blank test or diluted blank test. 

NOTE — If absorbance values of less than 0,025 are obtained in a cell 
of 10 mm optical path length, then a cell of 20 mm optical path length 
should be used. In this case the blank test and calibration series should 
also be read in a 20 mm cell. 

7.5 Preparation of the calibration graph 

Measure aliquots of standard arsenic solution B (4.11) of 0, 1, 
2, 5 and 12 ml and transfer successively to the distillation ap- 
paratus. Dilute to 50 ml with water, add 2,5 mi of hydrochloric 
acid (4.4) and contimje as m 7.4.2 and 7.4.3. 

Plot the relationship between the quantity of arsenic and the 
absorbance corrected for zero arsenic addition, and calculate 
the slope factor (2) as defined in 8. 1 . The value of Z should be 
approximately 76 for a 10 mm cell. 

8 Expression of results 

8.1 Calculation of arsenic content 

Calculate the arsenic content, H^^g, expressed in micrograms 
per gram, to three decimal places for contents lower than 
100 pg/g and to two decimal places for contents higher than 
100 pg/g, using the equation 



W, 



E ^ Z X D 



As 



Transfer the distillate and blank test respectively or any aliquot 
portion of the test and blank test to 250 ml tall-form beakers. 



where 

m is the mass, in grams, of the test portion; 



IS 1493 (Part 8) : 1993 
ISO 7834: 1987 



E is the absorbance of the test solution or aliquot of the 
test solution measured against the reagent reference solu- 
tion (4.9) corrected by the value for the blank test or diluted 
blank test; 

Z is the slope factor of the calibration curve expressed as 

\xq As in 25 ml 
"absorbance 

D is the dilution factor (when no aliquot is taken D = 1, 
otherwise D ^ 100/volume of aliquot). 



8.2 General treatment of results 

8.2.1 Repeatability and permissible tolerance 

The precision of this analytical method, in micrograms per 
gram, is expressed by the following regression equations'!*: 



r = 0,046 OA^ + 0,90 
P = OJOBSA'-f 0,83 
a^ = 0,016 3 A- + 0,32 
a^ = 0,035 6 A' + 0,21 
where 



(2) 
(3) 
(4) 
(5) 



X is the arsenic content, expressed in micrograms per 
gram, of the test sample : 

— within-laboratory equations (2 and 4): the arith- 
metic mean of the duplicate values; 

— between-laboratories equations (3 and 5) ; the arith- 
metic mean of the final results (8.2.3) of the two 
laboratories; 

r is the permissible tolerance within laboratory 
(repeatability); 

P is the permissible tolerance between laboratories; 

a^ is the within-laboratory standard deviation; 

o^ is the between-laboratories standard deviation. 

8.2.2 Acceptance of analytical values 

The result obtained for the certified reference material shall be 
such that the difference between this result and the certified 
value of the reference material is statistically insignificant. For a 
certified reference material that has been analysed by at least 
10 laboratories using method(s) that are comparable both in ac- 
curacy and precision with this method, the following formula 
may be used to test the significance of the difference: 



|/te " /I! < 2 



•^■lc+- 



'Wc 



'Wc 



Nr 



-¥ Of + 



n 



(6) 



where 

A^ is the certified value; 

A is the result or the mean of results obtained for the 
reference material; 

.Slc is the between-laboratories standard deviation of the 
certifying laboratories; 

5vy^ is the within-laboratory standard deviation of the cer- 
tifying laboratories; 

A7yyc is the average number of replicate determinations in 
the certifying laboratories; 

N^ is the number of certifying laboratories; 

n is the number of replicate determinations on the 
reference material (in most cases n ^ }); 

G^ and o, are as defined in 8.2.1 . 

If condition (6) is satisfied, i.e. if the left-hand side of the for- 
mula is less than or equal to the right-hand side, then the dif 
ference, \A^ ~ A[\s statistically insignificant; otherwise, it is 
statistically significant. 

When the difference is significant, the analysis shall be 
repeated, simultaneously with an analysis of the test sample. If 
the difference is again significant, the procedure shall be 
repeated using a different certified reference material of the 
same type of ore. 

When the range of the two values for the test sample is outside 
the limit for r calculated according to equation (2), one or more 
additional tests shall be carried out in accordance with the 
flowsheet presented in annex A, simultaneously with a cor- 
responding blank test and an analysis of a certified reference 
material of the same type of ore. 

Acceptability of the results for the test sample shall in each case 
be subject to the acceptability of the results for the certified 
reference material. 

NOTE — The following procedure shall be used when the information 
on the reference nnaterial certificate is incomplete : 

a) if there are sufficient data to enable the between-laboratories 
standard deviation to be estimated, delete the expression ^Jy^^^Wc 
and regard s^^ as the standard deviation of the laboratory means; 

b) if the certification has been made by only one laboratory or if 
the interlaboratory results are missing, it is advisable not to use this 



1) Additional information is given in annex B and annex C. 
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material for this purpose. In case its use is unavoidable, use^the for- 
mula 



A <2\ 2af + - 



. . (7) 



8.2.3 Calculation of final result 

The final result is the arithmetic mean of the acceptable 
analytical values for the test sample, or as othenA^ise deter- 
mined by the operations specified in annex A, calculated to 
three decimal places for contents of arsenic lower than 
100 [ig/g or to two decimal places for contents higher than 
100 Mg/g. 

For contents of arsenic lower than 100 |ig/g the value 
calculated to three decimal places is rounded off to the first 
decimal place as specified in a), b) and c) below. 

In a similar manner, with the ordinal numbers decreased by 
one, the value for contents of arsenic higher than 100 fig/g 
calculated to two decimal places is rounded off to the units 
place. 

a) When the figure in the second decimal place is less than 
5, It Is discarded and the figure in the first decimal place is 
kept unchanged. 

b) When the figure in the second decimal place is 5 and 
there is a figure other than in the third decimal place, or 



when the figure in the second decimal place is greater than 
5, the figure in the first decimal place is increased by one. 

c) When the figure in the second decimal place is 5 and 
there is no figure other than in the third decimal place, the 
5 is discarded and the figure in the first decimal place is kept 
unchanged if it is 0, 2, 4, 6 or 8 and is increased by one if it is 
1, 3, 5, 7 or 9. 



9 Test report 

The test report shall include the following information : 

a) name and address of the testing laboratory; 

b) date of issue of the test report; 

c) reference to this international Standard; 

d) details necessary for the identification of the sample; 

e) result of the analysis; 

f) reference number of the result; 

g) any characteristics noticed during the determination, 
and any operations not specified in this International Stan- 
dard which may have had an influence on the result, either 
for the test sample or for the certified reference material(s). 



5 
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Heat source 



250 ml 
beaker 



Figure 1 — Arsenic distillation apparatus 
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Annex A 

Flowsheet on the procedure for the acceptance of analytical values for test 

samples 

{This annex forms an integral part of the standard.) 




v, + .V2 + .V3 + V4 



r as defined in 8.2.1. 
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Annex B 
Derivation of repeatability and permissible tolerance equations 

{This annex does not form an integral part of the standard.) 



The regression equations in 8.2.1 have been derived from the results of international analytical trials carried out in 1979/80 on five iron 
ore samples (see table 2) involving 20 laboratories in six countries. 

Graphical treatment of the precision data is given in annex C. 



Table 2 — Test samples for interlaboratory tests 



Sample 


As content 

ng/g 


Brazilian ore 


Brazil 77-3 


2,3 


Mt. Newman ore 


Australia 79-12 


11,8 


Baeckegruvan ore 


Sweden 79-3 


56,4 


Lorraine ore 


France 79^ 


261 


Vivaldi ore 


Spain 79-11 


798 



NOTES 

1 A report of the international trials and a statistical analysis of the results (Document ISO/TC 102/SC 2 N605 E, August 1980) is available either 
from the secretariat of ISO/TC 102/SC 2 or from ISO/TC 102. 

2 The statistical analysis has been performed in accordance with the principles embodied in ISO 5725. 
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Annex C 

Graphical presentation of precision data obtained by international 

analytical trial 

{This annex does not form an integral part of the standard.) 



NOTE — This figure is a graphical presentation of the precision equations in 8.2. 1 . 
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Figure 2 — Least-squares fit of precision against X for arsenic 
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Amendments Issued Since Publication 

Amend No. Date of Issue Text Aflfected 



BUREAU OF INDIAN STANDARDS 

Headquarters: 

Manak Bhavan, 9 Bahadur Shah Zafar Marg, New Delhi 110002 

Telephones : 331 01 31, 331 13 75 Telegrams : Manaksanstha 

( Common to all Offices ) 

Regional Offices : 

Central : Manak Bhavan, 9 Bahadur Shah Zafar Marg 

NEW DELHI 110002 
Eastern : 1/14 C. I. T. Scheme VII M, V. I. P. Road, Maniktola 

CALCUTTA 700054 

Northern : SCO 445-446, Sector 35-C, CHANDIGARH 160036 

[235 02 16. 235 04 42 
Southern : C I. T. Campus, IV Cross Road, MADRAS 600113 ^^35 15 19 ^23523 15 





Telephone 




r33101 31 
\331 13 75 




■37 84 99 
.37 86 26 


, 37 85 61 


, 37 86 62 


("53 38 43 
|53 23 84 


, 53 16 40 





Western : Manakalaya, E9 MIDC, Marol, Andhcri ( East ) r632 92 95, 632 78 58 

BOMBAY 400093 1632 78, 91, 632 78 92 



Branch \ AHMADABAD. BANGALORE. BHOPAL. BHUBANESHWAR. COIMBATORE. 
FARIDABAD. GHAZIABAD, GUWAHATI HYDERABAD. JAIPUR. KANPUR 
LUCKNOW. PATNA. THIRUVANANTHAPURAM. 
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